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DiReCTiONS fOR USe

Usable imaging area

Directions for Use

D
iR

eC
Ti

O
N

S 
fO

R
 U

Se

Moving Fluoroscopy Table

Be sure to lower table completely before attempting to move it.

Unlocked Caster - Table may be moved

Push down until locking lever clicks into place.

Unlocked caster. Locked Caster - Table locked down.
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diReCTiONS fOR USe

Weight Capacity

directions for use

weight capacity limitations

The Oakworks® CFPM100 Table top is rated at a rugged 500 lb. load “evenly 
distributed”. To minimize any risk to the patient, do not allow the patient to sit 
on the face rest area beyond the warning line on the table top.

do not sit beyond this point.




